climate impact 1 . Measurements of water vapor isotopes, enabling the identification of 1 convective turrets in the TTL, are extremely relevant to both projects. It is worth 2 noting that central Africa represents an excellent location to carry out this kind of 3 measurement since the region in the deep tropics (15º N-15º S) and centered around 4 an altitude of ~10 km (> 340 K potential temperature) is associated with convective 5 outflow at the top of the tropical Hadley circulation, and is one of the dominant 6 regions where final dehydration of tropospheric air takes place [26] . 7
In addition to the goals explained above, a secondary goal was to perform needed 8 intercomparison measurements of water vapor isotopes by comparing our 9 spectrometer to an independent technique mounted on the same aircraft. In this case, 10 we wanted to compare the time-series obtained by our instrument with the off-line, 11 low time resolution, but potentially more precise, whole air cryogenic sampling 12 (WAS) device [27] of the group of Röckmann of Utrecht University. Such an inter-13 comparison between two fundamentally different measurement techniques is of 14 obvious great importance to assess the quality of the data. More importantly, the 15 combination of the two devices would enable us to construct a high temporal 16 resolution data set, calibrated with simultaneously sampled, but laboratory analyzed 17 water isotope measurements. Unfortunately, to date no data are available from the 18
WAS instrument because of contamination of the samples during transport from 19
Africa to Europe. 20 21 2. Instrument Description 22 1 The AMMA/SCOUT-03 campaign was funded by the European Union under grant 4089. On the basis of a French initiative, AMMA was built by an international scientific group and is currently funded by a large number of agencies, especially from France, the UK, the USA, and Africa. It has been the beneficiary of a major financial contribution from the European Community's Sixth Framework Research Programme. Detailed information on scientific coordination and funding is available on the AMMA International web site http://www.ammainternational.org.
Iannone et al., Development and airborne operation ….
A detailed description of the instrument can be found in a previous publication [24] , 1 while the technique of OF-CEAS is described in more detail by Morville et al. [25] . 2
Here we present the essentials, and then specifically those that relate to the integration 3 on the Geophysica airplane. 4
The OF-CEAS technique solves the problem of an extremely low light throughput, 5 inherent to most other implementations of CRDS or CEAS techniques, by the use of 6 optical feedback from the cavity to the laser source, to automatically lock the laser 7 frequency to a cavity transmission. It has the added advantage that the cavity 8 longitudinal mode structure is used to probe the absorption spectrum at frequencies 9 equally spaced by the cavity free spectral range (150 MHz). There is thus essentially 10 no noise on the frequency scale of the absorption spectra, facilitating a precise fit of 11 the spectral features. The measurement rate is 6 spectral scans per second. The 12 conversion of the spectra to absolute absorption units is made using the ring down 13 time determined for one pre-selected mode in the spectrum, once every 10 spectra. 14 The mathematical approach has been explained in more detail by Kerstel et al. [24] . 15 Physically, IRIS can be divided into 3 subsystems. The first one is the optical head, 16 which includes the DFB diode laser, the optical cavity, and two detectors. At the time 17 the actual development of the spectrometer started in early 2003, room temperature, 18 continuous-wave laser sources were not (commercially) available in the 2.7 µm or 6.7 19 µm regions covering, respectively, the ν 1 /ν 3 and ν 2 fundamental vibrational bands of 20 water. Instead, the instrument uses a near-infrared diode laser emitting near 1.39 µm., 21 exciting roughly one order of magnitude weaker transitions of the 2ν 2 +ν 3 combination 22
band. This high-quality distributed feedback laser is based on telecommunications 23 technology and is thus relatively inexpensive and easily available. 24
____________________________________________________________________
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The second subsystem concerns the electronic system, which includes a compact PC 1 104, laser driver, and data acquisition. The third subsystem is the gas flow system 2 including pressure and flow controllers and a scroll pump. Except for the PC104 and 3 the pump, all three subsystems are physically integrated on a breadboard machined 4 from one piece of aluminum, 5 cm thick, 25.5 cm wide, and 65 cm long. 5
Temperature stability of the optical head is achieved by enclosing the whole optical 6 system in a thermally insulated aluminum case, while the breadboard is heated with 7 several thermo-foil surface heaters (total installed power is 100 W), covering almost 8 the entire bottom of the base plate, and controlled by a simple on/off thermostat set to 9 31.5 °C. The average power consumption of the entire system is less than 150 W, 10 while the peak power consumption is limited to 260 W (fused). A pressure controller 11 at the entrance of the cavity regulates the pressure inside the cavity. The working 12 pressure of 98 mbar is optimized for measurements in the middle to high troposphere 13 (up to ca. 16 km), while the flow of ~150 mL/min (STP) is controlled by an electro-14 valve at the exit of the cavity. The maximum flow rate for this system is ~700 15 mL/min, at which level turbulent flow start to disturb the optical feedback phase 16 control loop. The flow through the spectrometer cavity slowly increases from zero to 17 the set value (150 mL/min), starting at an altitude between 3 and 5 km. Once the 18 correct flow rate has been established, the instrument starts collecting valid data, 19 typically at an altitude of around 7 km. To minimize adsorption effects of water, a 20 hydrophobic coating (Restek Corp.) was applied to the polished steel surfaces of the 21 cavity and its pressure controller. 22
Adding a dedicated water isotope inlet was beyond the scope of the current mission. 23
Instead an existing inlet, shared with the CO tunable diode laser spectrometer (COLD, 24 ref [28] ), was modified to provide a second outlet, which was connected to the IRISIannone et al., Development and airborne operation …. inlet using coated tubing (O'Brian). The inlet samples the air outside the airplane 1 boundary layer through a 4 mm inner diameter tube oriented perpendicular to the 2 main air flow in the inlet probe [28] . As larger particles cannot make the sharp bend 3 of the streamlines, the probe samples the gas phase only. No part of the inlet and 4 tubing leading to the spectrometer was heated. Inside the spectrometer, a 30 cm long, 5 folded section of tubing is heated to the breadboard temperature. Simulations 6 indicated that, given the flow conditions, this should suffice to fully thermalize the gas 7 before it enters the gas cell. 8 IRIS was integrated on the Geophysica mounting structure known as CVI-rack, which 9 contains, besides IRIS, the COLD and COPAS-2 (COndensation PArticle detection 10 System -University of Mainz) instruments. The CVI-rack is mounted in Bay II of the 11 aircraft, directly underneath the cockpit. It should be noted that this part of the aircraft 12 is not pressurized or heated, exposing IRIS to low ambient pressure and temperature 13 at high altitude. 14
15
The absorption spectra are saved to solid-state disk (CF-memory) for post-flight data 16 processing. The spectra are fit to a sum of a polynomial baseline and Voigt line 17 profiles. Figure 1 shows a typical in-flight spectrum, including model fit and 18 residuals. This spectrum was recorded in a little less than 0.2 s during the flight from 19
Ouagadougou on August 7, at a height of about 10 km and a water mixing ratio of 300 20
ppmv. 21
The spectral model fits the spectra with the spectral line positions, line intensities, and 22
Gaussian (Doppler broadening) and Lorentzian (pressure broadening) widths as 23 parameters. The Gaussian width of the lines is fixed to the isotopologue mass-24 dependent Doppler width at the temperature of the gas in the spectrometer gas cell. For the spectra at low water mixing ratio (υ < 1500 ppmv), the Lorentzian widths are 1 fixed. These average Lorentzian widths were determined for each spectral line at 2 relatively high mixing ratio (~1500 ppmv) during the pre-and post-campaign 3 calibration of the spectrometer. This makes the fit more robust and leads to a higher 4 level of precision of the isotope ratios. As the total pressure in the gas cell is 5 controlled to a constant value of 98 mbar, and the self-broadening is relatively 6 unimportant compared to the foreign-gas broadening, the Lorentzian width is 7 expected to be independent of the mixing ratio in this case. But, the accurate 8 determination of the total water concentration requires that the line widths are free in 9 the fit of data recorded at an outside pressure below 98 mbar (υ < 30 ppm). The 10 extremely good frequency scale of the spectra allows the relative line positions to be 11 fixed as well. Still, the fit procedure is tolerant of overall frequency drift of the 12 spectrum, as the routine monitors the position of the strongest peak, which is used as 13 the starting value for the absolute position of the spectral lines. The fit thus returns the 14 line intensities in the spectrum, which, in combination with the line width data, are 15 used to analytically calculate the corresponding line areas. 16
The technique of CEAS yields a direct measurement of the wavelength dependent 17 absorption coefficient a, which can be written as the product of the number density n, 18 the normalized line shape function g, and the line strength S [29] . Integration of the 19 absorption coefficient over the entire line profile (i.e., the 'line area'), directly yields 20 the number density of the associated species, assuming the line strength is known. The 21 line strengths of the absorption lines probed in this study, as well as their temperature 22 and pressure dependencies, are all tabulated in the HITRAN database [29] . The 23 mixing ratio is calculated assuming ideal gas behavior. The isotope ratios, instead, are 24
given by the super-ratio of the absorption coefficients of the rare and abundant 
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The reference material in the case of water is Vienna Standard Mean Ocean Water 4 (VSMOW) [31] . The reference ratio of absorption coefficients is determined 5 experimentally through pre-and post-flight calibration measurements on local 6 standard materials that are well-characterized with respect to VSMOW, as further 7 discussed in the next section. 8 9
Laboratory measurements and isotope scale calibration
10
Prior to the campaign the instrument was characterized in terms of linearity of 11 response, as well as precision and accuracy of the isotope measurements. This was 12 done by supplying a moist synthetic air stream of known water mixing ratio and 13 isotopic composition. The air stream was produced using a nozzle injector (Microdrop 14 GmbH), which injects water droplets of known size (~49 pL) at a preset repetition 15 frequency into a stream of dry nitrogen or synthetic air [32] . Complete evaporation of 16 the small droplets assures that there is no isotopic fractionation between the liquid 17 phase and the generated moist "air". The water mixing ratio is controlled by the 18 repetition rate and dry nitrogen mass flow. 19 Since we use the integrated absorption coefficients (line area), rather than the line 1 peak intensity at center frequency, the isotope ratio determination should be 2 independent of the cavity pressure (which is stabilized to 98 mbar during the 3 tropospheric part of the flight, but follows the outside pressure above an altitude of 4 approximately 16 km). Also, the OF-CEAS measurements have been shown to be 5 highly linear over a range of water mixing ratios spanning almost three orders of 6 magnitude [32]. We therefore would expect the isotope measurements too, to be 7 practically independent of the water volume mixing ratio. This was indeed observed 8 for the oxygen isotopologues. The deuterium isotope determinations, however, show a 9 non-negligible amount-effect for mixing ratios smaller than ~1500 ppmv. This is 10 illustrated in Figure 3 , which shows the measured ('apparent') deuterium isotope ratio 11 as a function of the relative change in the volume mixing ratio υ. As expected, the 12 apparent isotope ratio equals zero for a relative change of 0% of the mixing ratio with (2) 19 with δ * the measured, and δ the true δ 2 H-value. For the data of Figure 3 , the slope was 20 determined to be ω = 182 (±18) ‰. These observations are attributed mostly to the 21 increased importance in the fit of the underlying, non-moving baseline structure in the 22 fit of the very weak deuterium line. The lower the mixing ratio, the more the 23 deuterium line intensity becomes comparable in magnitude to the residual baseline 24 structure, resulting in this case in an increasingly underestimated true line intensity. The data of figure 3 yield a slope of γ = 190 (19)‰. Eq. (3) was used to correct the 7 deuterium data for the amount-effect. 8 9 Lastly, we consider the sensitivity of the isotope ratio measurements to variations in 10 the gas temperature. Since the infrared transitions used in this study originate from 11 different ground state energy levels, they exhibit different temperature coefficients. It 12 is easily shown that the isotope ratio measurements are to a very good approximation 13 only sensitive to a temperature differential between the 'sample' and 'reference' 14 measurement (see, e.g., [30] respectively [36] . The isotope ratios are corrected for any variation in gas temperature 17 with respect to the laboratory reference measurements, as measured by a temperature 18 sensor located near the exit of the gas cell. For the vertical isotope profiles presented 19 here in the next section, the measured gas temperature turned out to be initially 0.7 ºC 20 higher than during the laboratory calibration sessions, while during the first part of the 21 flight a smooth temperature decrease of about 0.3 ºC was observed. The corrections 22 that were applied to the data are comparable to or smaller than the measurement 23
uncertainty. 24
Iannone et al., Development and airborne operation …. August 7, while the second flight opportunity came on August 13. Here we show the 7 data of August 7, since the August 13 spectra contain spurious spikes. These were 8 traced to an unfortunate software error, introduced by code that was added in an 9 attempt to improve the start-up sequence of the spectrometer, which was 10 conservatively set to commence at 5 km altitude (more in particular, the new sequence 11 shortens the settling time of the flow controller). Otherwise, apart from the 12 breadboard temperature, all subsystems of the IRIS device performed well during the 13 flight series. The noise levels on the housekeeping data (like the temperature of the 14 breadboard, and flow and pressure inside the cavity) were similar to those observed 15 during laboratory tests and during the first flight in Verona, indicating that there were 16 no interference problems with other instruments on the airplane (scientific or other). 17 German team from Jülich [37] , observed more characteristic values in the range of 3 1 to 6 ppmv. We therefore believe that our results are indicative of slow outgassing of 2 the inlet, which was not heated nor surface treated. Considering the volume of the 3 optical cell (ca. 10 mL) and the flow passing through the cell (150 mL/min), the time 4 needed to exchange the gas volume of the cell is about 4 sec. Furthermore, we 5 previously determined the time response of IRIS only (i.e., without the inlet) to follow 6 an exponential decay with a response time of about 2 s (with a flow rate of ~400 7 mL/min) [24] . Another indication comes from the observation of slowly, but 8 continuously, decreasing water mixing ratio measurements during the level 9 stratospheric parts of the flight. 10
Results and discussion
The observed outgassing is a concern because it not only affects the measured water 11 volume mixing ratio, but also because the measured isotope ratios may not be 12 representative of the sampled outside air. This is an important reason we did not 13 consider measurements with a water mixing ratio below 100 ppmv in the current 14 analysis. For υ = 100 ppm the effect on the measured isotope ratio is expected to be at 15 most 5% of the actual δ-value, and decreases approximately linearly with increasing 16 mixing ratio. Another reason is that below about 100 ppmv the instrumental noise 17 quickly becomes excessive. At a mixing ratio of 100 ppmv, the precisions are about 18 9‰, 20‰, and 100‰ in a 1 Hz bandwidth, for δ 18 O, δ 17 O, and δ 2 H respectively. 19
Longer averaging of the data should enable the same level of precision to be 20 pressure changes will move the cavity mode structure (which is used to sample the 1 spectrum at equidistant frequencies, spaced by the cavity free spectral range), as well 2 as the underlying residual optical fringe structure. This in turn results in a reduction of 3 the effectiveness of the applied averaging in the spectral fit procedure. In-flight 4 breadboard temperature (gradient) changes can also result in a moving cavity mode 5 structure. Together these effects result in a standard deviation of the isotope 6 measurement that does not improve with averaging beyond a few seconds at low 7 altitudes and as little as one to two seconds in the stratosphere. Hence, the data shown 8 here is averaged for 1 second only. 9
As can be seen from the lower panel of Figure 4 , the instrument temperature is 10 initially stable, but starts to decrease during the ascent of the airplane. Once level 11 altitude has been reached, it takes almost 2 hours before a new equilibrium 12 temperature is reached. The approximately 85 ºC lower outside temperature (-50 ºC 13 versus +35 ºC on departure) results in a 5 ºC lower average breadboard temperature. 14 This is sufficient to cause a small but noticeable misalignment of the optics, resulting 15 in a decrease of the detector signals by a factor of almost two. This is the reason the 16 data recorded during descent of the airplane is not shown. 17 Finally, we thank Francesco Cairo, Cornelius Schiller, and two anonymous reviewers 1 for valuable comments on the manuscript. 2 3
